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Figure 3: Continuous core body temperature monitoring capsules. (a) The BodyCap e-Celsius Core Body Temperature Ingestible Capsule 
measures the gastrointestinal temperature and transmits the data to an external e-Viewer Performance Monitor. (b) The CorTemp 
Ingestible Core Body Temperature Sensor transmits information on the internal body temperature to the CorTemp Data Recorder worn 
externally by the user. The images were reproduced with permission from BodyCap (a) and HQ Inc. (b). 
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